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Shenzhen LCS Compliance Testing Laboratory Ltd. 
Room 101, 201, Building A and Room 301, Building C, Juji Industrial Park, Yabianxueziwei, Shajing Street, 
Bao'an District, Shenzhen, Guangdong, China 
Tel: +(86) 0755-8259 1330                   E-mail: webmaster@lcs-cert.com                     http:// www.lcs-cert.com 

 

Reference No.  : LCSA020323115S 

Applicant   : YONGKANG QUANCHENG IMPORT & EXPORT CO.LTD

Address : NO.20th TIANHE NORTH ROAD, SHIHOU INDUSTRIAL ZONE, 
ZHIYING STREET, YONGKANG CITY, ZHEJIANG, CHINA 

Product  : Electronic scale 

Model(s) : ACS-809T, ACS-702, ACS-702T, ACS-6208, ACS-850, ACS-851, ACS-
832, ACS-832B, ACS-831, ACS-831C, ACS-833, ACS-833B, ACS-
828C+T, ACS-819, ACS-822, ACS-822C, ACS-822B, ACS-822E, ACS-
816, ACS-827, ACS-826, ACS-826B, ACS-829, ACS-829B, ACS-829S, 
ACS-823, ACS-823B, ACS-825, ACS-825B, ACS-836, ACS-836B, 
ACS-820T, ACS-817, ACS-815, ACS-809C, ACS-809C+T, ACS-809, 
ACS-809T, ACS-807T, ACS-789, ACS-801, ACS-810, ACS-812, ACS-
813, ACS-A9, ACS-A9T, ACS-A9+big platter, ACS-779, ACS-779B, 
ACS-806, ACS-806B, ACS-3209, ACS-3209B, ACS-3208, ACS-769, 
ACS-701, ACS-A10, ACS-818, ACS-708C, ACS-708W, ACS-709C, 
ACS-709W, ACS-821, ACS-802, ACS-803, ACS-805, ACS-P02, ACS-
P01, ACS-779D, ACS-D-B, ACS-D1, ACS-759D, ACS-769D, ACS-
818D, ACS-828D, ACS-301, ACS-302, ACS-800, ACS-837, ACS-837C, 
ACS-C, ACS-207, TCS-700, TCS-K, TCS-K+R, TCS-K+SR, TCS-T, 
TCS-A, TCS-B, TCS-C, TCS-D, TCS-F, TCS-60C, TCS-R, TCS-SS, 
TCS-F-W, TCS-R-S, T-607, T-607D, T-607W, TCS-F-R, TCS-F-H, TCS-
H, TCS-K1, TCS-K2, TCS-K1+R, TCS-K2+R, TCS-K4+R, TCS-R3, 
ACS-8508, ACS-851B, ACS-831B, ACS-828C, ACS-823E, 
ACS779B+T, ACS769T, ACS-759, ACS-779B+D, ACS-853, ACS-853B, 
TCS-60B 

Parameters : Input: 6V  0.6A 

Battery: 4V4.4Ah 

The submitted products have been tested by us with the listed standards and found in 
compliance with the following European Directives and standards: 

The General Product Safety Directive (GPSD) Directive 2001/95/EC  

EN IEC 62368-1:2020+A11:2020 

The tests were performed in normal operation mode. The test results apply only to the 
particular sample tested and to the specific tests carried out. This verification applies 
specifically to the sample investigated in our test reference number only. 

Other relevant Directives have to be observed. 

 

Date of issue: February 15, 2023 
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